The Y-PLEX TM 12 system, developed for use in human identification, enables simultaneous amplification of eleven polymorphic short tandem repeat (STR) loci, namely DYS392, DYS390, DYS385 a/b, DYS393, DYS389I, DYS391, DYS389II, DYS19, DYS439 and DYS438, residing on the Y chromosome and Amelogenin. Amelogenin provides results for gender identification and serves as internal control for PCR. The validation studies were performed according to the DNA Advisory Board's (DAB) Quality Assurance Standards. The minimal sensitivity of the Y-PLEX TM 12 system was 0.1 ng of male DNA. The mean stutter values ranged between 3.76-15.72%. A full male profile was observed in mixture samples containing 0.5 ng of male DNA and up to 400 ng of female DNA. Amelogenin did not adversely affect the amplification of Y-STRs in mixture samples containing male and female DNA. The primers for the Y-STR loci present in Y-PLEX TM 12 are specific for human DNA and some higher primates. None of the primate samples tested provided a complete profile at all 11 Y-STR loci amplified with the Y-PLEX TM 12 system. Y-PLEX TM 12 is a sensitive, valid, reliable, and robust multiplex system for forensic analysis, and it can be used in human forensic and male lineage identification cases.
In forensic casework, analysis of mixture samples containing male and female DNA presents certain types of challenges. At times, evidence samples from sexual assault cases contain relatively high quantities of female DNA compared with male DNA. During analysis for autosomal short tandem repeat (STR) loci, the profile from female DNA often masks the male DNA profile or competes for reagents such that no male profile is obtained. STRs on the Y-chromosome (Y-STRs) have been utilized to resolve such cases (1, 2) . In recent years, Y-STRs have found applications in forensic DNA analysis (3, 4) , paternity testing (5) , and male lineage studies (6) . The advantages of Y-STR analysis over autosomal STRs are: 1) male profile can be obtained in the presence of large amounts of female DNA, 2) differential extraction of sperm and non-sperm (i.e., epithelial and other cells) fraction is not necessary, 3) analysis of azoospermic semen samples from vasectomized males is feasible, 4) the number of male contributors often can be determined in multiple rape cases because of the haploid nature of the Y-STRs, 5) rapid exclusion of suspects can occur, 6) interpretation is simplified due to single allele per locus profile, and 7) multigeneration male lineage studies can be performed (7) . Nevertheless, Y-STRs have few limitations compared with the use of autosomal STR loci. The product rule cannot be applied to estimate the overall multiple locus frequency because the loci of interest on the Y-chromosome are passed on to the next generation without any recombination. Thus, the power of discrimination is lower, and non-exclusion cases need to be investigated further. Secondly, a database for the convicted offender is not yet available.
More than 200 STR loci have been identified on the YChromosome (3, 7, 8) . Some of these loci have proved useful for the human identification applications (4, (9) (10) (11) (12) (13) . The Scientific Working Group on DNA Analysis Methods (SWGDAM) has identified a set of eleven loci-DYS19, DYS389I, DYS389II, DYS390, DYS391, DYS392, DYS393, DYS385a/b, DYS438, and DYS439-for forensic DNA analysis in the U.S. (14) . This set includes the nine core loci generating minimal haplotypes identified by the International Y-STR User Group plus the DYS438 and DYS439 loci (4) . These eleven loci have been incorporated into two commercially-available kits. Sinha et al. (15, 16 ) reported on the validation and forensic application of the Y-PLEX TM 6 and Y-PLEX TM 5 systems for analysis of seven and five Y-STR loci, respectively. This report describes the validation and application of the Y-PLEX TM 12 system, which provides results in a single amplification reaction for eleven Y-STR loci recommended by the SWGDAM, as well as Amelogenin. The studies demonstrate that the Y-PLEX TM 12 genotyping system can be used for forensic casework and male lineage studies.
Materials and Methods
The custom primers, fluorescent labeled and unlabeled, were synthesized and obtained from commercial sources (Qiagen Inc.,
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Valencia, CA; Applied Biosystems, Foster City, CA; Proligo, Boulder, CO; MWG Biotech, High Point, NC; Operon, Alameda, CA). AmpliTaq Gold TM , performance optimized polymer (POP 4), matrix standards (FAM, ROX, NED, and JOE), GS500ROX, formamide and other supplies for use of the 310 Genetic Analyzer, 3100 Genetic Analyzer and 377 DNA Sequencer were obtained from Applied Biosystems (Foster City, CA). TBE buffer (100X) was obtained from Invitrogen (Rockville, MD). Long Ranger R gel packs were from Cambrex Molecular Applications ApS (Denmark). All other chemicals used in this study were of analytical grade.
Extraction and Quantitation of DNA
The DNA from anonymous donor samples (50 male and 30 female) was obtained from blood drawn in EDTA vacutainer tubes or buccal swabs and was extracted either by phenol-chloroform (17), Chelex R (17), or QIAamp R MiniKit (Qiagen, Valencia, CA) procedures. The quantity of human DNA was determined by slot blot hybridization using the Quantiblot kit (Applied Biosystems, Foster City, CA). DNA in the samples used for sensitivity and mixture studies was prepared by serial dilutions. 12 Primer Mix was prepared by combining the forward and reverse primers for all twelve loci, dNTPs, buffer, salts, and stabilizers. The primers were selected and designed based on the published sequences (18) (19) (20) (21) . Final concentration of the buffer in an amplification reaction was 1.4X. Amplification reactions were performed in a GeneAmp R PCR systems 9600 or 9700 (Applied Biosystems, Foster City, CA) or a PTC-200 Peltier Thermal Cycler (M J Research, Waltham, MA) with conditions as follows: 95
Amplification
• C, 10 min; 30 cycles of 94 • C, 1 min; 58
• C, 1 min and 70
• C, 1 min; 60 • C, 60 min and 4
• C until the samples were removed from the thermal cycler. Male DNA (ATCC #CCL256.1D) and female DNA (ATCC #CRL-5957D) were amplified with every batch of amplification reactions as controls.
Analysis of the Amplified Products
The amplified products were analyzed on a 310 Genetic Analyzer, 377 DNA Sequencer, or 3100 Genetic Analyzer as described in the instruction manual. The samples were denatured using formamide (16). The internal lane standard was GeneScan R -500 [ROX] Size Standard and was prepared as described previously (16). The matrix file (spectral calibration) was generated using the set of FAM, JOE, NED, and ROX standards. The electrophoresis run time was a sufficient time necessary to elute the 400 base pair size standard peak in GS500 ROX (24 min for 310 and 3100 Genetic Analyzers, and 2 h and 45 min for 377 DNA Sequencer). A minimum value of 75 rfu was used for interpretation of the data. Y-Typer macro, which is compatible with the Genotyper R , was developed for generating the allele calls.
Validation Studies
The FBI Director's Quality Assurance Standards were followed for conducting validation studies (22) . The methods used in validation studies are described in the text.
Contamination and Environmental Insult Analysis
The samples generated for the contamination and environmental insult analysis studies for validation of Y-PLEX  TM 6 and Y-PLEX  TM 5 were used in the present study. The procedure used for preparation of the samples and experimental details are described previously (15, 16) .
Results and Discussion
The Y-PLEX TM 6 multiplex system enables amplification of the seven Y-STR loci, DYS393, DYS19, DYS389 II, DYS390, DYS391, and DYS385 a/b (15) . Similarly, the Y-PLEX TM 5 system enables amplification of the five loci DYS389I, DYS389II, DYS439, DYS438, and DYS392 (16). These two systems provide analysis of the eleven Y-STR loci recommended by SWGDAM. In order to achieve the amplification of all eleven Y-STR loci recommended by SWGDAM in a single PCR, the Y-PLEX TM 12 system was developed. In addition to the eleven Y-STR loci, Amelogenin was incorporated to serve as an internal control for the amplification reaction. Validation studies for the Y-PLEX TM 12 system were performed according to the FBI Director's Quality Assurance Standards and included the following experiments: annealing temperature, primer ratio, primer concentration, salt concentration, different DNA polymerases, concentration of dNTPs, different thermal cyclers, denaturation time, annealing time, cycle extension time, final extension time, number of PCR cycles, reaction volume, female DNA, sensitivity, non-human studies, reproducibility, precision, additives, inter-laboratory studies, female-male mixtures, male-male mixtures, stutter, DNase degradation, environmental insult, and non-probative casework. The results from some of these studies are discussed here.
Development of Multiplex System
The GenBank accession numbers, repeat motifs, known alleles, and sizes of PCR products for these eleven Y-STR loci are summarized in Table 1 . The repeat units at the Y-STR loci amplified with Y-PLEX TM 12 system are four bases in size, except for DYS438 and DYS392. The repeat unit size at the DYS438 locus is five bases and at the DYS392 locus is three bases. Because of the trinucleotide repeat, one would expect a higher mutation rate for the DYS392 locus. However, zero mutations were observed in the two studies reported in the literature (23, 24) . Primers for DYS392, DYS390, and DYS385 a/b were labeled with FAM; for DYS393, DYS389I, DYS391, and DYS389II they were labeled with JOE; and for Amelogenin, DYS19, DYS439, and DYS438 they were labeled with NED. (15, 16) . This is because the primers reside at different sites in the flanking regions of an STR region at some loci.
The primer pair titration was tested at 0.25X, 0.5X and 1X (1X primer mix provides 0.034-0.25 µM concentration of primers in the final reaction mixture). The amplification of all eleven Y-STR loci and Amelogenin was optimal when 1X primer mix was used. When 0.5X concentration of primer mix was used, the yield of amplification products for the DYS19, DYS390, and Amelogenin loci was reduced by 17, 38, and 20%, respectively. At 0.25X concentration of primer mix, allele drop out at the locus DYS390 was observed, and the amplification of other loci was reduced at varying degrees from 30-97% (data not shown).
The concentration of MgCl 2 in the PCR was varied from 1.0-2.2 mM. Conclusive profiles were obtained for all eleven STR loci and Amelogenin when the concentration of MgCl 2 was 1.5 mM and higher (data not shown). At MgCl 2 concentrations below 1.5 mM, many loci failed to amplify. At 2.0 and 2.2 mM MgCl 2 , the peak height of alleles was the highest, but nonspecific amplification products (400-420 bases) outside the size range of any loci were observed. Based on the peak height and peak balance between the loci, optimal concentration of MgCl 2 for amplification using Y-PLEX TM 12 reagents was 1.8 mM.
One ng of known DNA sample was amplified using 0.625, 1.25, 2.5, and 3.75 units of AmpliTaq Gold R . The results suggested that the minimum quantity of AmpliTaq Gold TM DNA Polymerase necessary for amplification of all 12 loci was 2.5 units (data not shown). When 0.625 and 1.25 units of AmpliTaq Gold TM DNA Polymerase were used, the amplification yield of all loci was reduced notably. Nonspecific amplification products were obtained when 3.75 units of AmpliTaq Gold TM DNA Polymerase were used. Annealing temperature for the multiplex PCR was determined by amplification of a known male DNA sample (1 ng) at different annealing temperatures ranging from 56-64
• C using a PTC200 thermal cycler (MJ Research). The best peak height balance among all twelve loci was achieved at an annealing temperature of 58
• C (data not shown). At 56
• C and lower annealing temperature, −A peaks were observed. At 62
• C or higher temperature, alleles at the DYS393, DYS390, and DYS385a/b loci dropped out.
Amplification using the Y-PLEX TM 12 kit was performed in the GeneAmp TM PCR Systems 9600 and 9700 (Applied Biosystems, Foster City, CA) and the PTC-200 Peltier Thermal Cycler (M J Research, Waltham, MA). All twelve loci amplified well using any of the three thermal cyclers (data not shown). The 9700 thermal cycler provided best results, although nominally, when both peak heights and balance between loci were considered.
Three reaction volumes were tested to determine the range of PCR volumes that can be tolerated using the Y-PLEX TM 12 kit. Four known male samples (1 ng of template) were amplified using 12.5, 25, and 50 µL reaction volumes in a 9700 thermal cycler. The correct haplotype was obtained for all the samples at all reaction volumes (data not shown). Further, the extent of amplification as judged from the peak height was not altered at the lower PCR volumes. Thus, any of these volumes can be used.
DNA from three male samples was amplified at various cycle numbers to determine the number of amplification cycles necessary to optimize results for the Y-PLEX TM 12 kit. Each sample (1 ng of template) was amplified using 28, 30, 32, and 34 cycles and an annealing temperature of 58
• C. All twelve loci were amplified when the amplification reaction was performed for 26, 28, 30, 32, and 34 cycles. However, as would be expected, the peak intensities varied considerably. The peak heights of the alleles obtained at 30 cycles were 1.5-6.0-fold greater than those obtained at 28 cycles. At 32 and 34 cycles, -A peaks, higher stutter peaks, and products of nonspecific amplification were obtained. Thus, the recommended number of cycles is 30 cycles. The female DNA sample did not exhibit any products when amplified for 26, 28, 30, 32, or 34 cycles.
A genetic profile of a male sample typed under optimized PCR conditions as described in the Materials and Methods is presented in Fig. 1 .
Generation of Allelic Ladder
An allelic ladder, a mixture of the most frequently observed alleles in a population(s) for the locus or loci in a given genotyping system, offers a reference point for analysis of the results and for ascertaining the genotype of a sample. Simultaneous electrophoresis of respective locus allelic ladders enables one to distinguish between the presence of a microvariant allele and measurement error during electrophoresis. Allelic ladders are, therefore, important in genotyping. The DNA Commission of the International Society for Forensic Genetics (ISFG) has provided guidelines for formulation of the allelic ladder for Y-STR analysis (25) . DNA samples containing the desired combination of alleles at each locus were chosen from database studies reported previously (15, 16) . The DNA templates were amplified for each locus individually and analyzed on a 310 Genetic Analyzer. The amplified products, then, were pooled so that the ladder alleles at all loci had similar peak heights. A typical Genotyper R profile of the Y-PLEX TM 12 ladder is displayed in Fig. 2 .
Precision of Allele Sizing and Reproducibility
The precision of computing the size of each allele in the allelic ladder was calculated from measurement from a series of electrophoresis runs. The Y-PLEX TM 12 allelic ladder was injected (or loaded) at different times and days on 310 Genetic Analyzers, 377 DNA Sequencer, and 3100 Genetic Analyzer. The observed size range, mean size, and standard deviation for each allele in the allelic ladder are summarized in Table 2 . The variation in the size was less on the 377 DNA Sequencer, followed by the 3100 Genetic Analyzer and the 310 Genetic Analyzer. This may be due to the 310 Genetic Analyzer being more sensitive to the fluctuation in the environmental temperature, which affects ion mobility. There was no correlation between the value of standard deviation and the length of alleles. This behavior is rather expected since secondary structure, in addition to the length and charge, contributes to the electrophoretic mobility. Reproducibility of the results obtained from Y-PLEX TM 12 system has been demonstrated by amplification of a set of samples at different times (data not shown).
Minimum Sensitivity
Sensitivity of a genotyping system is the minimum quantity of DNA required to obtain a complete interpretable profile. The minimum amount of input DNA required to obtain a complete profile using the Y-PLEX TM 12 system was investigated by amplification and typing of 15 male samples. Samples from 15 different male individuals were investigated. The amount of template DNA in the PCR was varied between 0.05-2.0 ng. The profiles were devoid of any amplification artifacts when 2.0 ng of DNA were used. A complete profile was obtained for all 15 samples tested when ≥0.1 ng of template DNA was used. A complete profile was obtained for 10/15 samples using 0.075 ng template DNA, and a complete profile was obtained for 6/15 samples using 0.05 ng template DNA (data not shown). A NED-labeled peak of 97-98 bases was observed in PCR devoid of DNA (negative amplification control and extraction buffer control) and in samples containing small amounts of template DNA (<0.3 ng; data not shown). This peak probably is an adduct of primers, and the peak is obvious in samples containing lower amounts of template DNA because of scale. The allelic profile of a male sample using 0.1 ng of DNA is presented in Fig. 3 . The peak heights of the alleles were between 300-900 rfu. Thus, minimum sensitivity for the Y-PLEX TM 12 kit was 0.1 ng of male DNA. The minimal sensitivity for the four-plex Y-STR (YM1), Y-STR-pentaplex, Y-PLEX TM 6, and Y-PLEX TM 5 systems was 0.125, 0.4, 0.2, and 0.1 ng of male DNA, respectively (15, 16, 26, 27) . The minimal sensitivity of the Y-PLEX TM 12 system is, therefore, comparable to these other Y-STR systems.
Stutter Studies
The stutter, i.e. fragments shorter by one repeat unit than the targeted allele caused by slippage of DNA polymerase during PCR, is normally expressed as a percentage of the targeted allele. Though heterozygosity is not an issue in Y-STR analysis, percentage of stutter is important while analyzing samples containing two or more male donors. The extent of stutter obtained for alleles at the eleven Y-STR loci amplified with the Y-PLEX TM 12 system is summarized in Table 3 . The mean stutter percent value ranged from 3.8 for the DYS438 locus to 15.0 for the DYS389II locus. At locus DYS19, additional stutter peaks two bases shorter (n − 2) in size were observed. This n − 2 stutter peak is a result of slippage due to a stretch of TA repeats residing between the primer binding region and the STR region (7) . The values for stutter range, mean stutter, and upper range stutter percent obtained for the eleven Y-STR loci amplified with Y-PLEX TM 12 are comparable with those obtained with the Y-PLEX TM 6 and Y-PLEX TM 5 systems (15,16) and the autosomal loci amplified with the AmplSTR R Profiler Plus, AmplSTR R Cofiler, and PowerPlex R 16 systems (28, 29) .
Internal Control for PCR
Amelogenin, a gender determination marker, was incorporated in the Y-PLEX TM 12 system as an internal control for the amplification reaction. In a number of rape case samples, the male DNA is present in very small quantity compared with the female DNA. When such a sample is amplified and typed for Y-STRs, a profile may not be obtained from the male DNA component if the quantity of male DNA is below the sensitivity of the amplification system. The possibility of no (or poor) amplification of male DNA may result either due to the presence of PCR inhibitors or absence of male DNA. However, conclusive results for Amelogenin can rule out the presence of PCR inhibitors. Thus, an Amelogenin profile for the X allele and no Y product from a sample would support an interpretation of the absence of male DNA or presence of male DNA below detection limits in the particular sample (Fig. 4) . A profile with no results for Amelogenin for a mixture sample containing female and male DNA indicates likely inhibition of PCR (Fig. 5) . Thus, Amelogenin in the Y-PLEX TM 12 system serves as internal control for PCR. Failure of either X or Y allele at the Amelogenin locus due to mutations at the primer binding sites has been reported in some individuals (30) (31) (32) . However, such mutation events are few and should not limit the usefulness of the Amelogenin locus as internal control for PCR in the Y-PLEX TM 12 system. Selection of the Amelogenin locus in Y-PLEX TM 12 system was based on many experimental results and critical evaluation. Obvious issues when analyzing a mixture sample containing large amounts of female DNA are: use of PCR reagents toward preferential amplification of the X allele, difficulties in interpretation of some Y-STR loci in other color windows due to interference of "pull up" peaks from the X allele, and selective inhibition of Y-STRs. These issues were investigated during the present study.
While analyzing a male-female mixture sample containing large amounts of female DNA for autosomal STRs, drop out of the male profile at times is observed, even though sufficient template DNA was available for amplification. There is a competition between the DNA from female and male for the same set of primers. Because the primers for autosomal loci are not specific for the male DNA, the female DNA, which may be present in much higher amounts preferentially, amplifies such that the male profile cannot be detected. In the Y-PLEX TM 12 system, the Y-STR primers are specific for the male DNA, eliminating the competition for binding to the female DNA. Further, the sequence of primers and PCR conditions were optimized so that these primers bind to the male DNA though present in much less quantity. Drop out of the Y allele at the Amelogenin locus due to preferential amplification of the X allele is expected since the primers for Amelogenin reside on both the X and Y chromosomes. A conclusive male profile was obtained from mixture samples containing male and female DNA in the ratio 1:400 and 1:800 (Figs. 6 and 7) . In the profile obtained using male and female DNA in the proportion 1:800, preferential amplification of the X allele over the Y allele was observed, but results for Y-STR loci were still conclusive (Fig. 7) . Thus, it was possible to obtain a male profile in the presence of excessive amounts of female DNA. The size of amplified products from the DYS392, DYS393, and Amelogenin loci overlap in the Y-PLEX TM 12 system. However, the size of the Amelogenin allele X is smaller than the size of most common alleles observed in the DYS392 and DYS393 loci (Fig. 2) . In order to avoid interference due to pull up of an excessive Amelogenin X peak in the other color windows, the NED dye was selected for labeling the forward primer for amplification of Amelogenin. The absorbance of NED in the FAM window, where the DYS392 locus products are located, is minimal (data not shown). The results indicate that pull up peaks resulting from excessive amplification of the Amelogenin X allele will be observed first in the red (ROX) window. DYS19  2221  1257  631  351  505  399  DYS439  1419  1639  1222  691  960  1075  DYS438  1936  548  386  195  231 161 * The mixture samples were prepared by taking 0.5 ng of male DNA and increasing the quantity of female DNA to obtain the indicated ratio.
Male-Female Mixture Study
Male-female mixtures were prepared by taking 0.5 ng of male DNA and corresponding amounts of female DNA to generate different proportions from 1:0 to 1:800. Each mixture was analyzed using the Y-PLEX TM 12 system. The male profile was distinct and detectable in the male-female mixture samples up to 1:800 proportions (Figs. 6 and 7 , Table 4 ). The extent of amplification of DNR  DNR  DNR  DNR  13  13  DYS389I  490  587  315  419  351  336  14  12  DYS391  718  DNR  DNR  DNR  DNR  DNR  11  11  DYS389II  640  380  253  302  268  251  30  28  Amelogenin  838, 523  DNR  DNR  DNR  DNR  DNR  X, Y  X, Y  DYS19  1022  801  918  780  459  503  13  16  DYS439  659  765  711  558  721  607  12  14  DYS438  919  511  740  462  508  343  12 8 * The mixture samples were prepared by taking 0.2 ng of male-1 DNA and increasing the quantity of male-2 DNA to obtain the indicated ratio. † Peak height of allele 11 in male-1. ‡ Data not recorded. The male-1 and male-2 samples share identical alleles, and hence the results for these loci were not recorded.
the alleles at the Y-STR loci, as judged by the peak height, was reduced with an increase in the quantity of female DNA except for the DYS393 locus (Table 4) . Amplification of the Y allele at the Amelogenin locus also was reduced with an increase in the quantity of female DNA. The Y allele was below detection level (<75 rfu) when 300 and 400 ng of female DNA (male: female ratio of 1:600 and 1:800, respectively) were present. Reduced amplification of some loci, also exhibiting the peak imbalance, probably was due to reduction in the binding of primers with male template DNA in the presence of a far excess amount of female DNA. However, it was possible to obtain a conclusive male profile in the presence of female DNA, as high as 400 ng, using the Y-PLEX TM 12 system. The results for the mixture studies obtained with the Y-PLEX TM 12 system are consistent with other similar studies (15, 16, 27, 33, 34) .
Two Male Mixture Study
Two male samples, male-1 and male-2, were selected such that the allele profiles for nine of the eleven Y-STR loci were distinct ( Table 5 ). The male-male mixtures were prepared, amplified, and analyzed under standard conditions. The quantities of DNA used in preparing mixtures and results of mixture studies are summarized in Table 5 . The complete DNA profile of male-1 was detected in mixtures up to a ratio of 1:30, which contained 0.2 ng of DNA from male-1 and 6 ng of DNA from male-2. Some variation in the amplification, reflected by rfu values, was observed for the minor component. This may be, in part, due to stochastic effects during PCR.
Female DNA
Forty-six unrelated female DNA samples were amplified by using the Y-PLEX TM 12 reagents. None of the female DNA samples investigated exhibited amplified products for any of the eleven Y-STR loci. The quantity of template DNA from a female sample was as high as 700 ng. A small FAM labeled peak of 267 bases was observed at 50 ng or more of some female DNA samples (data not shown). None of the other Y-STR primers exhibited cross reactivity with the X-chromosome. A secondary amplification product of 91 bases for the X allele at the Amelogenin locus was observed when 50 ng or higher amounts of female DNA were used as template (data not shown).
Non-Human Studies
DNA samples from male cat, dog, horse, sheep, chimpanzee, mandrill (baboon), bonobo chimpanzee (Pan paniscus), orangutan, and gorilla were tested for the specificity of primers present in the Y-PLEX TM 12 system. Similarly, genomic DNA from Escherichia coli, Staphyloccus aureus subsp. aureus, Neisseria gonorrhoeae, Candida albicans, and Hepatitis B Virus (ADW) was tested with the Y-PLEX TM 12 reagents. The DNA from male cat, dog, horse, sheep, and all microorganisms tested did not provide amplification products at any of the Y-STR loci using the Y-PLEX TM 12 system (data not shown). The DNA from male sheep yielded an amplification product of 100 bases at the Amelogenin locus. The primate samples provided amplified products for some of the Y-STR loci and Amelogenin. The amplified products observed were: chimpanzee for the DYS393 and DYS391 loci; orangutan for the DYS392, DYS393, DYS391, DYS439, and Amelogenin loci; mandrill for the DYS389II and Amelogenin loci; bonobo chimpanzee for the DYS392, DYS393, DYS391, DYS439, and Amelogenin loci; and gorilla for the DYS392, DYS385a/b, DYS389I, DYS389II, DYS19, DYS439, and Amelogenin loci. None of the primate samples provided a complete profile at all eleven Y-STR loci. Thus, the primers for the Y-STR loci present in Y-PLEX TM 12 are specific for human DNA and some higher primates. Other investigators have reported similar observations for the Y-STR and autosomal genotyping systems. None of the primate species investigated provided amplified product with Y-PLEX TM 6 (15) . However, the DNA from orangutan generated products at the DYS438 locus and the DNA from gorilla generated products at the DYS439 and DYS438 loci with Y-PLEX TM 5 (16). Variation in the amplified products when the DNA from primate species was amplified with the Y-PLEX TM 5, Y-PLEX TM 6, and Y-PLEX TM 12 is attributed to the variation in primer sequences and PCR conditions. In a study by Prinz et al. (34) , the amplified products were detected for Chimpanzee DNA at the DYS389 and DYS390 loci, and the Macaque DNA yielded products at the DYS389II locus and larger fragments above 500 bases in size. Krenke et al. (28) reported amplified products at some autosomal loci when the DNA from species of orangutan, Complete profile was obtained for suspect's reference sample. The 'S' fraction of the evidence sample provided conclusive results for DYS393, DYS391, and DYS438 loci. Alleles at these loci were consistent with the suspect's reference sample.
CASES #2, 7 Allelic profile from the 'S' fraction of the evidence sample was NOT consistent with the suspect's reference sample.
Allelic profile from the 'S' fraction of the evidence sample was NOT consistent with the suspect's reference sample.
CASE #3
Allelic profile from the 'S' fraction of the evidence sample was consistent with the suspect's reference sample.
Allelic profile from the 'S' fraction of the evidence sample was consistent with the partial profile obtained for 6 Y-STR loci from suspect's reference sample.
CASES #4, 5, 6, 10, 12, 14 Allelic profile from the 'S' fraction of the evidence sample was consistent with the suspect's reference sample.
CASE #8
Allelic profile from the 'S' fraction of the evidence sample was consistent with suspect #2 reference sample.
Complete profiles were obtained for suspect #1 and suspect #2 reference samples. The 'S' fraction of the evidence sample provided conclusive results for DYS390 and DYS391 loci. Alleles at these loci were consistent with suspect #2 reference sample. Suspect #1 was excluded at DYS390.
CASE #9
Complete profile was obtained for suspect's reference sample. The 'S' fraction of the evidence sample provided conclusive results for DYS390 and DYS391 loci. Alleles at these loci were consistent with the suspect's reference sample.
CASE #11
Allelic profile from the 'S' fraction of the evidence sample was consistent with a mixture of the suspect's reference sample and that of another male whose source was unknown.
CASE #13
Allelic profile from the 'S' fraction of the evidence sample was consistent with a mixture of suspect #1 reference sample and suspect #3 reference sample.
Allelic profile from the 'S' fraction of the evidence sample was consistent with a mixture of suspect #1 reference sample and suspect #3 reference sample. Suspect #2 was excluded at 6 Y-STR loci.
CASE #15
Allelic profile from the 'S' fraction of the evidence sample was consistent with a mixture of suspect #1 reference sample and that of another male whose source was unknown.
Allelic profile from the 'S' fraction of the evidence sample was consistent with a mixture of the suspect #1 reference sample and that of another male whose source was unknown.
CASE #16
Allelic profile from the evidence sample was consistent with the suspect #1 reference sample. Allelic profile from the evidence sample was NOT consistent with the suspect #2 reference sample. Therefore, suspect #2 is excluded.
Allelic profile from the evidence sample was consistent with the suspect #1 reference sample. Suspect #2 was excluded at 4 Y-STR loci.
CASE #17
Allelic profile from the evidence sample was consistent with the victim's reference sample. Allelic profile from the evidence sample was NOT consistent with either suspect #1 or suspect #2 reference samples.
CASE #18
Allelic profile from the evidence sample was consistent with a mixture of the victim's and the suspect's reference samples.
CASE #19
Allelic profile from the evidence sample was consistent with a mixture of the female victim's and the male suspect's reference samples.
Allelic profile obtained from the evidence sample was consistent with the male suspect's reference sample.
gorilla, and chimpanzee was amplified using the PowerPlex R 16 system. LaFountain et al. (35) observed occurrence of a 96 base long product at the Amelogenin locus when the DNA from some animal species was amplified using the AmplSTR R Profiler Plus and AmplSTR R COfiler systems.
Interlaboratory Concordance Study
The allele designation for alleles at all Y-STR loci amplified with the Y-PLEX TM 12 system was confirmed by sample exchange with the Institute for Pathology and Molecular Immunology, University of Porto (IPATIMUP), Porto, Portugal; the Institute of Legal Medicine, Humboldt-University, Berlin, Germany; and the National Institute for Standards and Technology (NIST). NIST provided the standard reference material (SRM) SRM2395. All samples obtained from these institutes were typed correctly using the Y-PLEX TM 12 amplification system and respective allelic ladder (data not shown). Thus, the allele designation for the haplotypes using the Y-PLEX TM 12 system is concordant and is consistent with the published nomenclature and the ISFG recommendations for STR analysis. Though the size of amplified product for some of the loci are different when a sample is amplified with the Y-PLEX TM 12, Y-PLEX TM 6, and Y-PLEX TM 5 systems, the allele designations were identical. Therefore, the database for the eleven Y-STR loci for Caucasian, African American, and Hispanic population groups, which is currently available at www.reliagene.com, can be used for haplotype frequency calculation for the loci/primer pairs amplified with the Y-PLEX TM 12 system. Similarly, the European database can be used for comparison of the results typed by the Y-PLEX TM 12 kit.
Contamination and Environmental Insult Analysis
The haplotype of the male donor whose DNA was used in this study was 11, 23, 12-13, 13, 14, 10, 27, X-Y, 16, 12, 10 for the DYS392, DYS390, DYS385 a/b, DYS393, DYS389I, DYS391, DYS389II, Amelogenin, DYS19, DYS439, and DYS438 loci, respectively. Those samples for which a complete haplotype was obtained matched the haplotype of the male donor (data not shown). Four of the samples (those with soil as the contaminant) demonstrated inhibition at several or all of the loci. After Chelex R treatment, complete profiles were obtained for the two samples that had partial inhibition and partial profiles were obtained for the two samples that had complete inhibition (data not shown). The loci that were most affected by the soil contamination were DYS392, DYS390, DYS385a/b, DYS389II, DYS19, and DYS438. These loci were significantly less intense than the other loci in each sample.
Nonprobative Samples
Samples from 19 non-probative cases, containing various DNA sources, which were previously analyzed for autosomal CODIS loci with the AmpFlSTR R Profiler Plus TM and AmpFlSTR R COfiler TM kits (Applied Biosystems), were re-analyzed using the Y-PLEX TM 12 kit. Three cases (cases #8, 16 and 17) were comprised of two suspects. Case #13 was comprised of three suspects. A male victim was involved in two cases (cases #17 and 18). The interpretation of the results obtained from the Y-PLEX TM 12, AmpFlSTR R Profiler Plus TM , and AmpFlSTR R COfiler TM kits are summarized in Table 6 . Conclusive profiles for eleven Y-STR loci were obtained from the reference samples from all cases except for the suspect's reference sample in case #3. Similarly, the 'S' fraction (sperm fraction) of the evidence sample provided complete and conclusive profiles for 16 of the 19 cases investigated. The 'S' fraction of the evidence sample for case #1 provided an allele profile for three Y-STR loci. Similarly, the 'S' fractions of the evidence samples for cases #8 and 9 provided allele profiles for only two Y-STR loci. The quantities of the extract for the samples providing partial profile were limited; hence, these samples could not be amplified with larger amounts of template DNA. Result interpretation from the analysis of Y-STR loci was consistent with the conclusions derived from the analysis of autosomal loci for all 19 cases investigated.
Conclusions
Forensic cases involving a mixture of samples from male and female donors can be analyzed for Y-STRs. The Y-PLEX TM 12 system enables simultaneous amplification and analysis for the 11 Y-STR loci recommended by the SWGDAM, as well as the Amelogenin locus. Amelogenin provides results for gender identification and serves as an internal control for PCR. Amelogenin did not adversely affect the amplification of the Y-STRs. Amelogenin, therefore, is a useful marker while investigating mixture samples containing male and female DNA. The system's sensitivity was sufficient to obtain a complete profile from as little as 0.1 ng of male DNA. A profile for the male DNA was complete and conclusive in a mixture sample containing 0.5 ng of male DNA and 400 ng of female DNA. The conclusions for non-probative casework obtained with the Y-PLEX TM 12 system were in accordance with the conclusions obtained from autosomal STR loci typing. The data supports that the Y-PLEX TM 12 system is valid and reliable for forensic casework.
